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Foreword 

This Ethiopian Standard has been prepared under the direction of the Technical 
Committee for Milk and milk products (TC 25) and published by the Ethiopian Standards 
Agency (ESA). 

The standard is identical with ISO 5534:2004 Cheese and processed cheese - 
Determination of the total solids content (Reference method), published by International 
Organization for Standardization (ISO). 

For the purpose of this Ethiopian Standard, the adopted text shall be modified as 
follows. 

• The phrase "International Standard" shall be read as "Ethiopian Standard"; and 

• A full stop (.) shall substitute comma (,) as decimal marker. 
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Cheese and processed cheese — Determination of the total 
solids content (Reference method) 



1 Scope 

This International Standard specifies the reference method for the determination of the total solids content of 
cheese and processed cheese. 

NOTE This method may not be applicable to processed cheese preparations as defined in the FAO/WHO Code of 

Principles Standard A-8. 



2 Terms and definitions 

For the purposes of this document, the following terms and definitions apply. 

2.1 

total solids content of cheese 

mass fraction of substances determined by the procedure specified in this International Standard 

NOTE The total solids content is expressed as a percentage by mass. 

3 Principle 

A weighed test portion mixed with sand is dried by heating it in a drying oven at 102 °C. The dried test portion 
is then weighed to determine the loss of mass. 

4 Reagents 

Use only reagents of recognized analytical grade, and distilled or demineralized water or water of at least 
equivalent purity. 

4.1 Dilute hydrochloric acid (HCI), with a mass fraction of 25 %. 

4.2 Quartz sand or sea sand. 

4.2.1 The sand shall pass through a woven wire cloth sieve with nominal size of aperture of 600 pm but is 
retained by a sieve with a nominal size of aperture of 150 pm. 

The sand shall comply with the suitability test given in 4.2.2. 

4.2.2 Put approximately 20 g of sand in a flat-bottomed dish (5.4) with a stirring rod {5.5). Heat the opened 
dish with sand, stirring rod and its lid in the oven (5.3) set at 102 °C for at least 2 h. Close the dish and allow 
to cool in the desiccator (5.2) to the temperature of the balance room. Weigh the closed dish to the nearest 
1 mg, recording the mass to four decimal places. 
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Open the dish and moisten the sand with approximately 5 ml of water. Mix the sand and the water using the 
rod. Heat the opened dish, stirring rod and its lid in the oven (5.3) set at 102 °C for at least 4 h. Close the dish 
and allow it to cool in the desiccator (5.2) to the temperature of the balance room. Weigh the closed dish to 
the nearest 1 mg, recording the mass to four decimal places. The difference between the two weighings shall 
not exceed 1,0 mg. 

4.2.3 If this requirement is not met, treat the sand as follows. 

Leave the sand immersed in dilute hydrochloric acid (4.1) for 3 days, stirring occasionally. Decant the 
supernatant liquid as much as possible. Wash the sand with water until the chloride reaction on the 
supernatant is negative. Heat the sand at approximately 160 °C for at least 4 h. Then repeat the suitability test 
as described in 4.2.2. 



5 Apparatus 

Usual laboratory equipment and, in particular, the following. 

5.1 Analytical balance, capable of weighing to the nearest 1 mg, with a readability of 0,1 mg. 

5.2 Desiccator, provided with efficient drying agent (e.g. freshly dried silica gel with hygrometric indicator). 

Alternatively, a plate of metal or glass, suitable for fast cooling of the dishes may be used. The plate shall be 
installed in a closed cupboard through which a stream of dried air is passed. 

5.3 Forced ventilation drying oven, electrically heated, with ventilation port(s) fully open, capable of being 
maintained at 102°C±2°C throughout its working space. The oven shall be fitted with a suitable 
thermometer. 

5.4 Flat-bottomed dishes, made of an appropriate material such as stainless steel, nickel or aluminium, of 
height 20 mm to 25 mm and diameter 60 mm to 80 mm, provided with well-fitting, readily removable lids. 

5.5 Stirring rods, made of glass or metal, with flattened ends, having a length such that each rod can rest 
at an angle against the inner wall just below the rim of the dish. 

5.6 Grinding or grating devices, easy to clean, appropriate for preparing the test sample. 

6 Sampling 

It is important that the laboratory receive a sample which is truly representative and has not been damaged or 
changed during transport or storage. 

Sampling is not part of the method specified in this International Standard. A recommended sampling method 
is given in ISO 707. 

Store the test samples at a temperature of between °C and 20 °C from the time of sampling to the time of 
commencing the procedure. During storage of the samples, take care that their composition is not adversely 
affected. 

7 Preparation of test samples 

Prior to analysis, remove the rind, the smear or the mouldy surface layer of the cheese in such a way as to 
obtain a test sample representative of the cheese as it is usually consumed. 

Grind or grate the test sample by using an appropriate grinding or grating device (5.6). Mix the ground mass 
quickly and, if necessary for semi-hard and hard cheeses, grind it a second time and again mix thoroughly. 
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For hard and semi-hard cheeses, preferably cut these into cubes of about 15 mm x 15 mm x 15 mm. IVIix the 
cubes by shaking in a container. Grind or grate the test sample as described before. Clean the device after 
preparing each sample. 

If the test sample cannot be ground or grated, mix it thoroughly by intensive kneading, for example with a 
pestle in a mortar. Care shall be taken to avoid moisture loss. 

Store the test sample in an airtight container until commencing the analysis, which shall be carried out as 
soon as possible after grinding. 

If, however, a delay is unavoidable, take all precautions to ensure proper preservation of the test sample. If 
refrigerated, bring the test sample to room temperature. Thoroughly mix the sample to obviate a well- 
documented transfer of moisture within the cheese that occurs during cooling and warming. Ensure that any 
condensation of moisture on the inside surface of the container is thoroughly and uniformly re-incorporated 
into the test sample. Do not examine ground cheese showing unwanted mould growth or signs of deterioration. 



8 Procedure 

8.1 Blank test 

Simultaneously with the determination of the test portion (8.3), carry out a blank test using the same 
procedure for the preparation of the dish (8.2) and the determination (8.3), but omitting the test portion. 

8.2 Preparation of the dish 

8.2.1 Heat the opened dish (5.4) containing approximately 20 g of sand (4.2), with its lid and a suitable 
stirring rod (5.5) in the drying oven (5.3) set at 102 °C. First allow the contents of the dish to reach 102 °C, 
then dry the contents for 1 h maximum. 

The drying period mentioned in 8.2.1, 8.3.3 and 8.3.5 starts at the moment when the temperature of the 
contents of the dish reaches 102 °C. The time to reach 102 °C depends on the heating capacity, ventilation 
frequency and size of the oven. It also depends on the number, mass and material of the dishes placed in the 
oven, and should be determined experimentally. 

8.2.2 Place the lid on the dish and immediately transfer the dish to the desiccator (5.2). Allow the dish to 
cool to room temperature in the closed desiccator. After cooling, open the desiccator and weigh the cooled 
dish, with its lid and stirring rod, to the nearest 1 mg, recording the mass to four decimal places. 

The cooling time mentioned in 8.2.2, 8.3.4 and 8.3.5 depends on the cooling capacity of the desiccator but 
also on the number, mass and material of the dishes placed in it and should be determined experimentally. 

8.3 Determination 

8.3.1 Tilt the dish to move the sand to one side. Put about 3,0 g of test sample (Clause 7) on a clear space 
in the dish and weigh the dish, with its lid and stirring rod, to the nearest 1 mg, recording the mass to four 
decimal places. 

8.3.2 Thoroughly mix together the test portion and the sand, and spread the mixture evenly over the bottom 
of the dish. Leave the stirring end of the rod in the mixture with the other end resting against the wall of the 
dish. 

NOTE Adding approximately 3 ml of distilled water to saturate the sand can facilitate its mixing with hard cheeses. 

8.3.3 Heat the dish, keeping its lid alongside, in the drying oven (5.3) set at 102 °C. First allow the contents 
of the dish to reach 1 02 °C, then dry the contents for 3 h maximum. 
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8.3.4 Place the lid on the dish. Allow the dish to cool to room temperature in the desiccator (5.2). Weigh the 
closed dish to the nearest 1 mg, recording the mass to four decimal places. 

8.3.5 Heat the dish and lid again as described in 8.3.3 but for 1 h instead of 3 h. Place the lid on the dish 
and allow it to cool to room temperature in the desiccator (5.2). Weigh the closed dish again to the nearest 
1 mg, recording the mass to four decimal places. 

8.3.6 Repeat the procedure described in 8.3.5 until the mass of the closed dish decreases by 2,0 mg or less, 
or until it increases between two successive weighings. Record the minimum mass of the dish. 



9 Calculation and expression of results 

9.1 Calculation 

Calculate the total solids content, w^, of the test sample, expressed as a percentage by mass, using the 
following equation: 

m^ - niQ 

where 

mq is the numerical value of the mass of the prepared dish (8.2.2), in grams; 

m^ is the numerical value of the mass of the test portion and the dish before drying (8.3.1), in grams; 

^2 is the numerical value of the mass of the test portion and the dish after drying (8.3.6), in grams; 

W3 is the numerical value of the mass of the dish used in the blank test (8.1), in grams, for the same 
drying time (8.3.6) as ^2; 

W4 is the numerical value of the mass of the prepared dish (8.2.2) used in the blank test (8.1), in grams. 

9.2 Expression of results 

Express the obtained results to two decimal places. 

10 Precision 

10.1 Interlaboratory test 

Details of the interlaboratory test on the precision of the method are given in Annex A. The values derived 
from this test may not be applicable to concentration ranges and matrices other than those given. In practice, 
higher values for repeatability and reproducibility might be found for certain types of cheese. 

10.2 Repeatability 

The absolute difference between two independent single test results, obtained with the same method on 
identical test material in the same laboratory by the same operator using the same equipment within a short 
interval of time, will in not more than 5 % of cases be greater than 0,35 %. 
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10.3 Reproducibility 

The absolute difference between two single test results, obtained with the same method on identical test 
material in different laboratories with different operators using different equipment, will in not more than 5 % of 
cases be greater than 0,55 %. 



1 1 Test report 

The test report shall specify: 

a) all information necessary for the complete identification of the sample; 

b) the sampling method used, if known; 

c) the test method used, with reference to this International Standard; 

d) all operating details not specified in this International Standard, or regarded as optional, together with 
details of any incidents which may have influenced the test result(s); 

e) the test result(s) obtained and, if the repeatability has been checked, the final quoted result obtained. 
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Annex A 

(informative) 

Interlaboratory trial 



An international collaborative test involving 12 laboratories was carried out on two different samples of four 
types of cheese. The thus-obtained 8 test samples were divided again into 16 blind duplicated samples. The 
test was organized by COKZ (NL). All values are expressed as mass fractions. 

The obtained results were subjected to statistical analysis in accordance with ISO 5725-1 and ISO 5725-2 to 
give the precision data shown in Table A.I . 



Table A.1- 


- Results of interlaboratory tests 










Cheese 1 ^ 


Cheese 2 ^ 


Cheese 3 ^ 


Cheese 4^ 




A 


B 


A 


B 


A 


B 


A 


B 


No. of participating laboratories after 
eliminating outliers 


12 


12 


12 


12 


12 


12 


12 


12 


Mean value, % 


57,94 


58,59 


58,87 


59,45 


46,06 


41,38 


52,43 


51,55 


Repeatability standard deviation, s^, % 


0,088 


0,096 


0,113 


0,118 


0,102 


0,107 


0,142 


0,125 


Coefficient of variation of repeatability, % 


0,15 


0,16 


0,19 


0,20 


0,22 


0,25 


0,27 


0,24 


Repeatability limit, r (= 2,8 s^.), % 


0,251 


0,273 


0,321 


0,335 


0,288 


0,303 


0,402 


0,353 


Reproducibility standard deviation, sj^, % 


0,135 


0,139 


0,150 


0,154 


0,248 


0,253 


0,165 


0,181 


Coefficient of variation of reproducibility, % 


0,23 


0,24 


0,25 


0,26 


0,54 


0,61 


0,31 


0,35 


Reproducibility limit, R (= 2,8 sr), % 


0,383 


0,393 


0,444 


0,457 


0,735 


0,751 


0,489 


0,536 


^ Cheese in which a propionic acid fermentation si 


ep occurs 


during the 


productior 


1 process. 










^ Gouda cheese. 


















^ Processed cheese. 


















^ Brie cheese. 
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Organization and Objectives 

The Ethiopian Standards Agency (ESA) is the national standards body of Ethiopia 
estabHshed in 2010 based on regulation No. 193/2010.ESA is established due to the 
restructuring of Quality and Standards Authority of Ethiopia (( 
established in 1970. 



ESA ^s objectives are: 



* Ethiopia (OSA^which was 



<♦ Develop Ethiopian standards and establish a system that enable to 
check weather goods and services are in compliance with the 
required standards, 

♦ Facilitate the country's technology transfer through the use of 
standards, 

♦ Develop national standards for local products and services so as to 
make them competitive in the international market. 

Ethiopian Standards ^^^ 

The Ethiopian Standards are developed by national technical committees which are 
composed of different stakeholders consisting of educational Institutions, research 
institutes, government organizations, certification, inspection, and testing 
organizations, regulatory bodies, consumer association etc. The requirements and/ 
or recommendations contained in Ethiopian Standards are consensus based that 
reflects the interest of the TC representatives and also of comments received from 
the public and other sources. Ethiopian Standards are approved by the National 
Standardization Council and are kept under continuous review after publication and 
updated regularly to take account of latest scientific and technological changes. 
Orders for all Ethiopian Standards, International Standard and ASTM standards, 
^ including electronic versions, should be addressed to the Documentation and 
Publication Team at the Head office and Branch (Liaisons) offices. A catalogue of 
Ethiopian Standards is also available freely and can be accessed in from our 
website^ 




ESA has the copyright of all its publications. No part of these publications may be 
reproduced in any form without the prior permission in writing of ESA. 
International Involvement 

ESA, representing Ethiopia, is a member of the International Organization for 
Standardization (ISO), and Codex Alimentarius Commission (CODEX). It also 
maintains close working relations with the international Electro-technical 
Commission (lEC) and American Society for Testing and Materials (ASTM). It is a 
founding member of the African Regional Organization for standardization 
(ARSO). 



More Information ? 
Contact us at the following address. 
The Head Office of ESA is at Addis Ababa. 

Son- 646 06 85, Oil- 646 05 65 
1^011-646 08 80 
ISI 2310 Addis Ababa, Ethiopia 
E-mail: info@ethiostandards. org. 
Website: www. ethiostandards. org 
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